[35 mm format in fiber-optics endoscopic photography].
1. The changes introduced in a photographic camera in order to obtain endoscopic pictures in a 35 mm format and consequently increasing the size of the image up to 22 mm are described. 2. The details of the photographic technique used are listed. 3. This technique is presented for comparison with the conventional technique.